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Figure 4. Chip layout and Graphical User Interface (GUI). GUI shows the chip layout, with entrance ports (5/6 and 4/7), all the way 

to the left of the schematic. The passive flow exit port (3/8) is just to the right of the entrance ports. The relief route exit port (2/9), 

further to the right, is where fluid flows by the trap area. , The forced flow exit port (1/10), furthest right, where fluid is forced 

across the trap area. Pressure is regulated at the entrance ports and flow is directed in the path of least resistance from the entrance 

ports toward any exit port opened. The GUI is used by clicking on the green button, in the program, to open or close the valve 

associated with that button. The set point is set to a desired pressure setting to get fluid moving in the direction of one or more exit 

ports opened. At the top of the GUI the user can set a particular pulse quantity, pressure, and time can be set in order to facilitate 

repeated pulse experiments easily. 

This system is controlled by the graphical user input (GUI) (Figure 4), which also shows 

the layout of the chip. Each chip has the ability for two experiments to run two experiments side 

by side, on ports 1-5 or 6-10, with entrance of fluid on chip from 4/6 and 5/7 by application of 

pressure at those ports. Exit ports are at 3/8, 2/9, and 1/10. Exit ports 1 and 10 are considered the 

forced flow because when only that exit is open, the flow is forced through the traps to the exit 

port. The exit ports 9 and 2 are called the relief flow because the flow goes past the traps to the 

exit. The exit ports 1 and 10 are called the passive exit ports due to liquid not flowing towards 

the traps at all. To exemplify how the boundary of the flow in the device is changed and the time 

scale upon which it changes, an experiment was done with water and fluorescent food coloring 

flowing in entrance port 4 and water flowing in entrance port 5, with both flowing out exit port 2 

(relief route) (Figure 5 A). At the beginning of the experiment both entrance port pressures were 

set at 0.6 psi. The entrance port 5 was decreased to 0.5 psi, which moved the stream boundary 

towards the traps and brought the fluorescent food coloring in deionized water in stream 4 to the 
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Figure 6. Trap area overview. A.) A closer view of the chip shows the trap area, specifically how they are laid out in a staggered 

manner from the entrance (red arrow) to the exit of the trap area. B.) A closer view of the trap area displays individual nozzle shape 

structures (green arrow) lined up side by side. Cells (orange dot) are trapped by first flowing cells into the device, past the trap 

region, and out the relief route. When ready the cells are taken into the nozzles (red arrow) by opening up the forced flow across the 

traps. Cells will populate the trap region one in each nozzle. Once a cell is present in a nozzle that particular nozzle is less likely to 

attract another cell. 

 

Figure 5. Initial ligand pulse experiment. These images are taken from a time course during a pulse experiment.  A) Fluorescent food 

coloring (white) in deionized water and deionized water (black) were brought into the device through inlet 4 and 5, respectively. Keep in 

mind throughout the experiment the forced flow outlet (outlet 1) was kept closed. The pressure at inlet 4 and 5 were both set to 0.6 psi at 

the beginning of the experiment. B.) Next at 5.7 seconds, the pressure at inlet 5 was changed to 0.5 psi and the pressure at inlet 4 was kept 

at 0.6 psi. This causes the fluorescent stream (white) to overtake the non-fluorescent stream (black). C.) Finally at 14.3 seconds, the 

pressure at inlet 4 and 5 were both brought to 0.7 psi. This intern brought the fluorescent stream (white) back away from the trap 

structures and overtake the non-fluorescent (black) stream. 

traps in 5.7 seconds (Figure 5 B). Then a few seconds later the pressures of each inlet were set at 

the same 0.7 psi pressure setting. This brought the stream boundary away from the trap area by 

14.7 seconds (Figure 5 C). By virtue of a difference in pressure of the inlet settings the boundary 

of the streams is able to be moved to or away from the tap area.  

Now that the fluid exchange has been discussed, the next thing to explain is how cells 

were loaded into the device. After preparing the device for biologicals, cells were brought into 

6/5 and out 8/3, and when a good density of cells was seen by eye, through the microscope 
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Figure 7. The variety of pulse width and pulse train experiments. There are a vast amount of reagent pulse widths which are able to 

be created by the microfluidic system. A.) To show some of the pulse widths that can be created, first a 25 second pulse experiment 

was done. This is the pulse width used in experiments. B.) Secondly, a 5 second pulse experiment was conducted. This pulse width 

was about the shortest pulse width that could be one with the system. C.) and D.) Next, a 50 second pulse and 2 minute and 5 second 

pulse width was carried out. This showed the larger pulse widths the user could actuate. E.) For a different brand of experiment, 5 

second pulse train was created with the system. The pulse train was created with a break 55 seconds between pulses and a pulse 

width of 5 seconds. This showed the shortest cycle time and pulse width conducted with the system. F.) Lastly, the 25 second pulse 

train is shown. This pulse train was conducted with a spacing of 95 seconds between pulses and a pulse width of 25 seconds. This is 

the pulse train that is used in the device list of experiments. 

ocular, the user opened exit port 9/2 and closed port 8/3. This changed the flow of cells toward 

exit 9 (2) as well as toward the traps (Figure 6 A). Then the cells were trapped by opening the  

forced flow and cells were brought into the traps (Figure 6 B). Once an individual trap had a 

resident cell, that particular trap was less likely for another cell to take residence in it. After 

loading cells into the device, then they are activated with ligand. In order to display the diverse 

pulse designs that can be created with the microfluidic system, different pulse widths and pulse 

trains were conducted. The first carried out was a 25 second single pulse (Figure 7 A). This pulse 

width was also used in experiments. The second pulse width tried was a five second pulse 

(Figure 7 B). This pulse width tested the time resolution of the microfluidic system as it was the 

shortest pulse width. The next two pulse widths, 50 seconds and 2 minutes and 5 seconds, 

showed how the system functions with larger pulse widths (Figure 7 C and D). Next a pulse train 

was created with the pulse width being 5 seconds and a break time of 55 seconds (Figure 7 E). 

This tested the shortest cycle time that could be conducted with the system. Finally a 25 second 

pulse train was conducted with the system. This was a design with a 25 second pulse width and 

95 seconds between pulses (Figure 7 F). This pulse train experiment was also very close to the 
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Figure 8. Ligand concentration at different locations in the trap region. A.) To test the distribution of ligand in the trap region three 

areas in the texas red channel were chosen and cropped per cell (red box). These areas namely are located in the channel before flow 

hits the traps (Pre-trap channel), before the flow hits the cell (before cell), and after the ligand hits the cells (after cell). B.) The Texas 

Red signal was analyzed from the three regions by first averaging the signal taken from one of the cropped regions in each frame of 

the sequence. Next the signal was normalized. This process was repeated for the three regions indicated. These data then were 

plotted against each other. The plots are placed very close together which indicates a uniformly distributed ligand concentration in 

the trap region. 

pulse design used in the microfluidic device experiments.  

After discovering the different types of pulse width and pulse train experiments that can 

be conducted, the ligand concentration was tested at a couple spots in the device. This test was 

done to get a sense of the variability of ligand concentrations across the trap area. The ligand 

concentration was tested namely in the region before the ligand would reach the cells (pre-trap 

channel), in the nozzle before the ligand could reach the cell (before cell) and after the ligand 

gets to the cell (after cell) (Figure 8 A). Crops were taken from each of these regions and the 

average fluorescence calculated for each frame in the three cropped sequences. These averaged 

values were normalized to the first ten points and plotted next to each other (Figure 8 B). 
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Figure 9. Example coverslip control experiment. A.) RBL cells were grown on a coverslip and labeled with Fluo-4. At 0 seconds the 

image is displayed from a sequence of images and one cell was highlighted (red box). The cells are resting at this time point. B.) Then 

200 seconds into the experiment and after DNP-BSA is added, an image is displayed from the sequence of images. You can clearly 

see the difference in activity of the highlighted cell (red box). C.) This is shown graphically as the DNP-BSA (red line) increases 

shortly after the calcium response (green line) increases over time. The blue arrows denote time points highlighted in A & B (0 

seconds and 200 second time points). 

 

3.2 Control and Microfluidic Experiment Overview 

The first calcium experiments were done on coverslip as shown in Figure 9. Figure 9 A 

shows an image of the Fluo-4 fluorescence at the start of the experiment and Figure 9 B shows 

an image of the Fluo-4 fluorescence 200 seconds into the experiment. Both of these images are 

taken in color map image scaling which shows the images intensity with a color reading. In this 

type of image red is more intense and blue is less intense. As you can see by eye, the same cell 

highlighted in both images shows a significant change in the color reading, indicating an increase 

in fluorescence of the cell and, therefore, the increase in calcium concentration in the cytoplasm 

of the said cell. This is shown graphically (Figure 9 C) as the cellular response is graphed (green 

trace) against the ligand addition (red trace) C. 

An example of a pulse experiment with cells loaded in the microfluidics device is shown 

in Figure 10 A. Cells loaded with Fluo-4 have been deposited in the trap area and an image 

before (left), during (center), and after (right) the ligand pulse is displayed. The same cells are 

brighter in the image after the ligand pulse when compared to the before ligand pulse image. The 

same experiment is shown using a thermal gradient scale (Figure 10 B), where blue is lower 

intensities and red signifies higher intensities. The after image (right) shows more yellow and red 

areas than in the before image (left) which indicates an overall increase of Fluo-4 fluorescence. 
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Figure 10. Microfluidic experiment images. A) RGB pseudo colored images were taken from a 

microfluidic device experiment, where the device was primed for biologicals then cells were 

loaded in the trap region (top left). Next ligand was brought to the cells to activate them (top 

center). After the cells are activated (top right) the movement of calcium and therefor 

activation of the cells is shown. The activation is observed by the relative brightness of the cells 

in the field of view compared to before the ligand pulse. B) Corresponding images are shown 

before (bottom left), during (bottom middle) and after (bottom right) of only the Fluo-4 

channel. These images are shown in enhanced color map image scaling which puts emphasis on 

intensity changes that correspond to the change in Fluo-4. The change in Fluo-4 directly 

correlates to the movement of calcium within the cell. What is shown from this image styling is 

an increase in calcium within trapped cells. This increase in fluo-4 is shown from the overall 

increase in the red area within the field of view from the before to after time point. C. and D.) 

Two cell responses are plotted with the ligand exposure versus time (cell 4 and 6, respectively). 

Both cells show a spiked response shortly after ligand exposure. 

The responses and ligand pulses are shown from two cells in this experiment. The first cell 

plotted is cell 4, (top red box) which was caught in the center of the field of view in the RBG and 

color map images (Figure 10 C). The second cell plotted is cell 6, (bottom red box) which is in 

the lower part of the field of view in the RBG and color map images (Figure 10 A). 

 

3.3 Data Analysis 

To analyze data more efficiently a GUI was designed to give the user the ability to batch 

analyze a number of experiment sequences (Figure 11). To load sequences the “browse” button 

was used to identify sequences that are to be batch analysis. The user then would click the 

“select” button in the GUI to choose the regions of interest (ROI) that will be used in analysis. 

The Texas Red-BSA channel is cropped first and then the Fluo-4 channel is second to be 

cropped. It is up to the user to define the number of Fluo-4 ROIs taken per Texas Red-BSA ROI, 
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Figure 11. Screen shot of analysis graphics user interface (GUI). The GUI is able to 

load a number of experiment sequences to batch analyze, by using the “browse” 

button to identify each sequence. The user then presses the “select” button to start 

the cropping process. The Texas Red-BSA channel (left) should be cropped first and 

the Fluo-4 channel (right), second. One Texas Red channel (ligand) is cropped for as 

many Fluo-4 (cell) crops made. The user can undo a crop with the “undo” button. 

After all crops are made for all experiments the user presses “analyze” to manipulate 

and output the crops in a plotted form. The “reset” button resets the GUI the state it 

was in just after it was opened. 

accounting for all of the cells captured in the field of view of the sequence. The user can undo a 

ROI by the “undo” button. After all the ROIs were defined the “analyze” button was used to 

analyze all the ROIs taken from all sequences. The “reset” button was used to reset all of the 

functions and settings in the GUI to the point of its initial opening. 

After data collection, these data sets were analyzed by cropping the region over the cells 

in the Texas Red channel then averaging the fluorescence in each ROI of the frame, to give 

information about the ligand addition to the cells (Figure 12 A). Secondly, each cell was cropped 

out (Figure 12 B) and an average fluorescence was taken of the masked region within the 

cropped sequence of images (Figure 12 C). The average fluorescence from the Texas Red-BSA 

and Fluo-4 sequences was then normalized to the average of the first ten values in the plot. They 

were finally plotted against each other to show the calcium response from ligand addition (Figure 

12 D). 
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Figure12. Data analysis method. Using the Matlab interface, the ligand channel and the Fluo-4 

channel are separated from the original sequence taken during the experiment. A.) Next, a crop 

is taken for the ligand channel (red box). This crop exists for each frame in the Texas Red 

sequence and the signal is averaged in each frame. This average signal is normalized and 

compared to each cellular response within one experiment. B.) Then, each cell is cropped from 

the Fluo-4 channel (green box) individually. C.) The cell is masked throughout the sequence to 

alleviate unwanted background. The signal within the mask for each frame is averaged and then 

normalized to the first ten frames. D.) Finally both averaged and normalized values are plotted 

side by side. 

 

3.4. Microfluidic Experiment Overview and Parameters Logged 

The initial experiments that were done with cells loaded in the trap region of the device 

were a positive (Figure 13 A and C) and negative control (Figure 13 B and D), doing an infinity 

pulse with and without ligand, respectively. There was a difference between having ligand and 

not having ligand in the pulse stream, as we expected. A couple of responses were shown in the 

positive controls, one in which there is a somewhat oscillatory effect in calcium concentration 

and then another with a large initial difference in calcium concentration after ligand addition that 

remained unchanged throughout the experiment. At the end of the experiment these responses 



 
 

20 
 

 

Figure 13. Positive and negative controls acquired. (A) and (C) Two types of controls were done, in the trap 

region. The first used no ligand in the stream that was pulsed to the trap region. The pulsed stream was brought 

to the cells for an infinite amount of time. The cells analyzed showed no activation due stream exposure, which 

is what should be expected. ((B) and D)) In the next control, DNP-BSA at a concentration of 1 µg/mL was 

pulsed to the trap region. The cells analyzed showed activation due to ligand exposure, which is what is 

expected. 

end up with the same effect, a stable increase in activation of the analyzed cell. These two 

responses are indicative of what was generally seen throughout these experiments, wholistically. 

In this study five key experiments was conducted, using the microfluidic devices ligand 

delivery system. First of which was the 5 second single pulse width. This experiment showed no 

response from cells due to ligand exposure. This was also the shortest ligand pulse able to be 

created (Figure 14 A). The second was a 5 second pulse train (Figure 14 B), which had a 5 

second pulse width repeated with a break of 55 seconds between pulses. This tested the temporal 

resolution of the reagent delivery to the cells, but showed no responses from cells. Next a 25 

second single pulse experiment was conducted (Figure 14 C). This showed a response from a 

population of cells. Then a 25 second pulse train was created with a pulse width of 25 seconds 

and a break of 35 seconds between pulses (Figure 14 D). This experiment also showed a 
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Figure 14. Five ligand pulse experiments. The five major ligand pulse experiments 

were conducted in the device. First the device was made ready for biologicals and 

loaded with cells. After loading cells, the ligand was brought into the device and by 

the trap area. Next, 1 µg/mL DNP-BSA ligand was pulsed toward the cells for a 

specific amount of time. A) The first type of pulse was for 5 seconds. This experiment 

showed no response through the data sets collected. B.) In a second experiment a 5 

second pulse train experiment was conducted to the trapped cells. This experiment 

also showed no cellular response. C.) A third experiment was done where the ligand 

was pulsed for 25 seconds. This showed responses in some of the cells trapped. D.) A 

fourth type of experiment was conducted with a 25 second pulse train. This showed a 

different type of response which directly correlates to a steady increase in cytosolic 

calcium.. E.) Lastly, a 2 minute and 5 second pulse was conducted. The responses 

were similar to the responses seen in the 25 second pulse train experiments, just a less 

drastic response. 

population of cells that responded. Finally a 2 minute and 5 second pulse experiment was 

conduction, which was designed by adding the five 25 second pulses together into one single 

pulse (Figure 14 E). This also showed a response from cells. The figures shown are indicative of 

the typical data collected for the particular experiment. 
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Figure 15. Data statistics collected. Statistics are taken from each 

cellular response. These statistics include first the maximum average 

response from a given experiment. Also included is the response decay 

after 60 seconds from a cell responding. Also included from the statistics 

were the number of experiments, number of days, number of cells, and 

the percent of cells that responded. 

 

Figure 16. Data from cells grown 

on a coverslip and challenged with 

Ionophore. This data was taken on 

RBL cells grown on a coverslip and 

let adhere to the glass. Then they 

were incubated with Fluo-4 to 

track calcium (green). Next they 

were given ionophore (red) to 

exchange the calcium from stores 

to the cytosol A.) In experiments, 

cells showed an initial large 

increase in activation then a stable 

increase from there on. 

In order to characterize these data, we collected statistics from all data sets. More 

specifically, the data we collected included the maximum Fluo-4 intensity change which directly 

correlates to the maximum cytoplasmic calcium concentration change. The Fluo-4 decay in 

signal after 60 seconds from the initial increase of Fluo-4 signal was also collected from each 

cell (Figure 15). Statistics for total responders, number of experiments, number of cells imaged, 

and percentage responders was collected as well. 
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Figure 17. Data DNP-BSA crosslinking of cells grown on a coverslip. This data was taken with RBL cells grown on a coverslip so that 

the cells adhere to the glass. Then they were incubated with Fluo-4 (green) to track the calcium In the cytoplasm. Then 1 µg/mL 

DNP-BSA (red) was used to activate the cells. A.) In these experiments, there is a population of cells that has a spiked response due to 

ligand addition. B.) There was another population of cells that has a large increase in response after ligand addition with a steady 

response after the increase. C.) The third population had a gradual increase in response after ligand addition. 

 

Figure18. Data taken from cells in the microfluidic device challenged with 

ionophore. This data was taken with RBL cell that have been loaded with 

Flou-4 (green). Then cells were brought into the device and let settle for a 

time in the device. They were given ionophore (red) and a response 

gathered. A.) Example of one cell that shows a large increase in response 

after ligand addition with a stable response after. The majority of cells 

responded in this manner B.) Another response gave a spiked response 

after ionophore addition. 

 

3.5. 8-Well Chamber Data Overview 

To date, all calcium imaging has been performed on cells attached to a glass coverslide 

surface. So, the first control experiments that were conducted tested the calcium release of the 

FcԑR1 receptor system in RBL cells attached to coverslips.  I have used both calcium ionophore 

(A23187) and ligand (DNP-BSA) challenge to induce a calcium flux. In these experiments, the 

cells have responded as expected (compared to published results). The calcium movement is be 

monitored via Fluo-4 from the calcium stores. The addition of ionophore or ligand is monitored 

by detection of the Texas Red-conjugated BSA molecules in the solution. 

Figure 16 shows the first round of control data taken in 8 well chambers. The cells in the 
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Figure19. Shear stress evaluation. RBL cells were loaded with Fluo-4 (green). They were brought into 

the device and left to take hold of the glass surface.  Then flow was brought over them (red) and the 

shear stress data was collected by a change in fluorescence seen from buffer flowing across them.  A.) 

One population of cells showed no response and most cells showed this type of response within this 

evaluation. B.) Another type response showed an increase in signal with a decay of signal after ligand 

exposure. C.) A third type of responses showed a rise in fluorescence after the shear flow begins then a 

stable signal after. 

experiment were challenged with calcium ionophore and the movement of calcium was 

monitored as it is deposited in the cytoplasm from the cellular stores. These experiments yielded 

one type of trend in the data, cells increased in the cytoplasmic calcium concentration after 

ionophore addition. In a second control experiment, cells were challenged with DNP-BSA and 

the change in cytoplasmic calcium was measured. Three different responses was visualized, 

namely the cytoplasmic calcium showed a spiked response, a large increase in calcium levels or 

a slow increase over time due to ligand addition. (Figure 17 A, B, and C, respectively) 

 

3.6 Microfluidic Device On Cover Glass Data Overview 

The next controls completed were microfluidic device experiments. During the 

experiment, the cells were brought into the microfluidic device and given time to attach to the 

glass. Next either calcium ionophore, no DNP-BSA, or DNP-BSA was brought over the cells to 

test for calcium response due to shear flow, drug challenge, or FcԑR1 receptor activation, 

respectively. Calcium ionophore addition showed two types of responses. One in which there 

was a large calcium response due to ligand exposure, shown in Figure 18A or a spike response 

after ligand exposure, shown in Figure 18B. Using no DNP-BSA showed the shear stress 

response to buffer flowing over cells. There are three types of responses in this case, one which 

shows no response due to ligand addition (Figure 19A), another which showed a slight response 

due to ligand exposure (Figure 19B), and a third that showed a larger response due to ligand 
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Figure22. 25 second repeat pulse experiments. RBLs cells were first loaded with Fluo-4 (green). The cells were then 

brought into the device and caught in the trap area. They were given five 25 second pulses at a concentration of 1 

µg/mL DNP-BSA (red). The cellular responses were then collected. A.) One population of cells gave a light steady 

increase in cytoplasmic calcium due to the initial and continual ligand exposure. This was the response seen from 

most cells. B.) Another subset of cells showed a large increase in cellular response after the first ligand pulse and 

after a stable raised calcium level in the cytoplasm. C.) A third population showed a spiked response after the first 

ligand pulse. 

 

Figure 20. Data taken in the microfluidic device with DNP-BSA crosslinking. RBL cells were loaded with Flou-4 

(green) and brought into the device. They are let settle on the glass surface, then 1 µg/mL DNP-BSA is directed 

to the cells (red), as a step function. A.) A population of cells showed no response from ligand exposure. B.) 

Another population shows a spiked response from ligand addition. C.) A third type of response shows a gradual 

raise in cellular activation due to ligand exposure. 

 

Figure 21. Single 25 second ligand pulse responses. RBL cells were loaded with Fluo-4 (green) then brought 

into the device. Then they were caught in the trap area and activated with 1 µg/mL DNP-BSA for 25 

seconds. A.) One population of cells were lightly activated due to ligand exposure. This was the most 

common response collected from this experiment B.) A second population showed a spiked response from 

ligand exposure. C.) A third population showed a behavior change from stable calcium levels to oscillatory 

levels in the cytoplasm due to ligand exposure. 

exposure (Figure 19C). There was a larger amount of cells that didn’t respond in this instance, 

which is what we would expect. With DNP-BSA added to cells for an infinite amount of time 

there were three responses one in which there was no response (Figure 20 A), a spiked response 
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Figure 23. 2 minute and 5 

second pulse experiments. 

RBL cells were loaded with 

Fluo-4 (green) and bought 

into the device. They were 

caught in the trap area and 

given a 2 minute and 5 second 

1 µg/mL DNP-BSA pulse. 

This response was seen out of 

all the cells that responded. 

Namely it was a gradual raise 

in calcium response due to 

ligand exposure. 

(Figure 20 B), and a response that showed a large increase after ligand exposure (Figure 20 C). 

In this case, the responses from cells outweigh the lack of response from cells which is what 

would be expected from this system. 

 

3.7 Trap Region Microfluidic Device Data Overview 

During the ligand pulse experiments in the microfluidic device, cells were captured in the 

trap region in the device. Then, the cells were exposed to 1 µg/mL DNP-BSA for 25 seconds 

using the pulse capability in the microfluidic device. Three types of responses where noted, one 

in which there was a small raise in calcium concentration due to ligand addition (Figure 21 A), 

another in which there was a spiked response due to ligand addition (Figure 21 B), and another 

which showed a change in calcium behavior after ligand addition (Figure 21 C). Majority of the 

cells showed a large increase in calcium after ligand addition which is very interesting. 

Then 25 second pulse train experiments were conducted with a minute between the 

pulses widths. This experiment showed three types of responses again. One in which you have a 

steady increase after ligand pulses start (Figure 22 A). A second shows a large increase in 

calcium response after ligand addition on the first pulse (Figure 22 B). A third response showed 

a spike increase in calcium concentration after ligand addition. (Figure 22 C). 
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Figure 24. Step function pulse experiments. RBL cells are incubated with 

Fluo-4 (green) and brought into the device. Then they were caught in the 

trap area where they were given a step function pulse of 1 µg/mL DNP-

BSA (red). A.) A population of cells showed an immediate raise in 

cytoplasmic calcium concentration after ligand exposure. This was the 

major response seen in this type of experiment. B.) A second response 

collected is a spiked response due to ligand exposure. 

The next set of experiments were with a 2 minute and 5 second ligand pulse on RBL 

cells. This showed one particular response, which was a steady increase in calcium due to ligand 

addition (Figure 23 A). Throughout all of the experiments a positive control, where by cells were 

given ligand infinitely, was done to ensure the cells were behaving properly, this showed two 

types of responses. One of which was a large increase in calcium concentration due to ligand 

addition (Figure 24 A) and the second was a spiked response in calcium concentration due to 

ligand addition (Figure 24 B). 
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CHAPTER 4: DISCUSSION AND CONCLUSIONS 

 

It is great to have a strong experimental baseline for new studies. In order to complete the 

specific aims we have identified, a microfluidic device was to be utilized. It was the key factor in 

conducting rapid delivery of stimulus to measure the calcium response of cells exposed to the by 

reagent delivery. To start off we conducted some coverslip experiments to test our process versus 

the literature. These experiments show all of the cells respond when given either ionophore or 

DNP-BSA. These responses are similar to those seen in Lee and Oliver’s study at the 1 µg/mL 

DNP-BSA concentration. In the coverslip ionophore experiments we saw only a fast and high 

response. For the DNP-BSA stimulation, cells either responded fast and high, or with a spiked 

response. It is great to have data that is supported in past studies, because it shows we can 

recreate founded data and the experiments we conduct after are considered supported by that 

recreation. 

The first aim, which was to characterize a microfluidic device for rapid delivery was 

initiated by some controls, conducted in the device. The next step was to ensure the behavior of 

the cells in the device did not deviate significantly from the cells activity out of the device. To do 

this the channel control experiments were conducted. A similar percentage of responders for the 

ionophore dosing was observed when compared to the coverslip control experiments. 

Specifically these cells showed either a high response, or a spike response. DNP-BSA 

stimulation showed a lower percentage of responders, however not as low as the microfluidic 

channel shear flow experiments. This is positive and what we should expect, as DNP-BSA 

addition should show more calcium movement from stores than purely shear flow stimulation. In 

the DNP-BSA incubation experiments a spiked response, a high response, or no response was 

seen. In the shear flow experiments a spiked response, a high response, or no response was 

caused. These controls show there is some difference in the behavior of the ligand to membrane 

protein interaction in the device when compared to the same proteins interacting in an 8-well 

chamber. This could be an effect of the difference in environment the cells are in, namely in the 

device the ligand is moving with directed motion by the cells, whereas the ligand in the 8-well 

chamber is moving in a diffusive manner by the cells. It may be that the smaller percentage of 

cells responding in the device is due to a population of cell never being affected by its 
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neighboring cells or not being activated by ligand due to these molecules moving with directed 

motion rather than diffusion. This could be an example of how degranulation from a cell can 

affect neighboring cells (Sudo, Tanaka et al. 1996, Liu, Barua et al. 2013). 

To test the cell loading environment of the device the microfluidic trap control 

experiments were conducted. The first control tested how many cells were likely to be stimulated 

maximally by a step function pulse containing ligand. This showed a population of cells with a 

high response, a spiked response, or no response at all. The second control tested for shear flow 

activation, which was a step function pulse with no ligand. This experiment showed no 

responses. It is really supportive to know there were a higher percentage of responders with the 

step function containing ligand, and zero responders with step function pulse without ligand. 

These controls show that there is a similar percentage of cells responding by doing the same 

experiment with cells adherent to glass and in the devices channel, versus in suspension and 

caught in the trap area. Also it is very convincing to have the negative control contain no 

responders because that proves there is no shear flow activation when the cells are caught in the 

devices cell trapping area. You could arguably say the step function DNP-BSA pulse in the trap 

area activated more population of cells. This is exemplified by comparing the relative population 

of cells activated with DNP-BSA in the trap area and adhered to the channels glass surface. The 

baseline for activated cells due to shear flow is higher when the cells are attached to the glass 

surface, therefore the environment in the trap area is more conducive to activation of cells by 

ligand rather than by shear flow. 

The next set of experiment tested the bandwidth of the system, and furthermore brought 

in the accomplishment of the second aim of this thesis. Namely Aim 2 was to measure the 

calcium response due to high time resolution of reagent delivery. To do that the first experiment 

done was the 25 second pulse which showed a variety of responses. There was a high response, a 

spiked response, an oscillatory response, or no response observed. Next the 25 second pulse train 

aimed to see if there was an additive effect to response with the five 25 second pulses. This 

experiment showed cells either had a gradual response, high response, spike response, or no 

response at all. This experiment did not show a significant difference in the amount of 

responders from the single 25 second pulse. The final experiment added up the five 25 second 

pulses in the 25 second pulse train for a 2 minute and 5 second pulse. This showed either a 
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gradual response or no response. These experiments holistically show the ligand incubation time 

directly effects the population of cells activated. This effect has been seen in the literature in Lee 

and Oliver’s study. Although in their study the correlation shown is how ligand concentration is 

related to population of cells activated. The trend is the same in both cases, which indicates 

ligand incubation time or pulse time being positively correlated to ligand concentration. What is 

not conclusive in this study is the population of cells that are activated in the 25 second pulse, 25 

second pulse train, and 2 minute 5 second pulse experiments. I would expect the correlation 

between these three experiments to hold true, but unfortunately is not true. This is because the 

large pulse had the least amount of cells respond and the 25 second pulse as well as the 25 

second pulse train experiments had equal amounts of cells responding. 

Table 1. Overview of Experiments and Responses. For each type of experiment parameters were pulled out and shown below. These 

parameters include the type of response tracked in a type of experiment, the number of experiments for the type of experiment. The 

number of days, number of cells were also collected for each experiment type.  The average maximum value and decay after 60 seconds 

were also calculated for each experiment and where applicable (left to right). 

Experiment Set 
experiments 

(#) 

days 

(#) 
cells (#) 

average max 

(Normalized 

Intensity 

Counts) 

Decay after 60s 

(Normalized 

Intensity 

Counts) 

Percent 

responders 

(%) 

Coverslip 

Ionophore 

High and fast response 5     4     31       0.38   

100 No response 0     0     0       0.00   

Overall 5     4     31           

Coverslip DNP-

BSA 

Spiked response 1     1     2       1.55 0.50 

100 

High and fast response 1     1     4       2.00   

Gradual Response 1     1     6       1.25   

No response 0     0     0       0.00   

Overall 3     2     12           

                

Microfluidic 

Channel 

High response 2     1     11       1.75   

100 

Spike response 1     1     2       1.30 0.50 
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Ionophore No response 0     0     0           

Overall 3     2     13           

Microfluidic 

Channel DNP-

BSA 

Spike response 3     3     14       1.31 0.21 

72 

High response 2     2     7       1.34   

No response 3     3     8       0.00   

Overall 6     4     29           

Microfluidic 

Channel 

Shearflow 

Spike response 2     2     3       1.33 0.67 

34 

High response 2     1     7       1.25   

No response 5     4     19           

Overall 7     3     29           

                

µfluidic Traps: 

Step Function 

Pulse 

High and fast response 4     4     17       1.35   

72 

Spike response 2     2     4       1.29 0.56 

No response 4     4     8           

Overall 4     4     29         

µfluidic Traps: 

No ligand, Step 

Pulse 

No response 4     3     14           

0 

Overall 4     3     14           

µfluidic Traps: 25 

second pulse 

High response 3     3     8       1.31   

48 

Spike response 2     2     3       1.27 0.83 

Oscillatory response 2     2     4       1.10   

No response 5     4     16           

Overall 6     5     31           

µfluidic Traps: 25 

second train 

Gradual Response 2     2     7       1.42   

48 High and fast response 1     1     1       1.90   

Spike response 2     2     3       1.27 0.50 
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No response 3     2     12           

Overall 3     2     23           

µfluidic Traps: 2 

minute 5 second 

pulse 

Gradual response 4     4     8       1.23   

30 No response 4     4     19           

Overall 4     4     27           

 

In conclusion, this research is the start of testing the information bandwidth of the 

calcium signaling system as affected by FcԑR1 receptor stimulation in the suspended RBL cells. 

These data show that the control tests for the calcium signaling system match the data in the 

literature for the specific concentration used when cells are out of the microfluidic device. Also 

what is exemplified in the data is the cells behavior in suspension versus adhered to glass and the 

behavior of cells in a grouped population versus singled out. Overall it is shown that there is a 

lowered number of cells that respond due to a similar amount of ligand stimulation inside versus 

outside of the device, respectively. The cells in the device were also singled out from the 

population, which is a difference the device can offer from experiments on coverslip. The cells 

that were experimented on in the device seemed to respond less when given the same ligand 

stimulation. This could be an example of how degranulation from a cell can activate a response 

from neighboring cells (Sudo, Tanaka et al. 1996, Erlich, Yagil et al. 2014). In any case, these 

data suggest all responses seen with cells caught in the trap region are valid. This is due to both 

the positive and negative controls showing an amount of cells responding which is above and 

below, respectively, the amount of cells responding in any of the trap experiments. 
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CHAPTER 5: FUTURE WORK 

 

This study leaves some possible questions that when answered, will further elucidate the 

cell signaling system being investigated. Conducting an experiment to find the amount of 

available receptors of the cells that are caught in the trap region would be advantageous for 

future applications of this device. This could alude to a better handle over how many receptors 

one cell has available compared to another cells. This could be tested by loading cells into the 

traps then bringing in fluorescent IgE and seeing where that IgE binds to the cell. Then the 

receptor density can be calculated by fluorescence. Another experiment that could add to clarity 

of the experiment in this thesis would be using a lower concentration of DNP-BSA to find the 

level which shows a 25 second response that is different from the 25 second pulse train response. 

Finding a concentration of DNP-BSA that will show this will unlock more answers regarding the 

systems bandwidth than the IgE concentration used currently in experiments. A third thing would 

be to collect more control data to get a larger population of cells to analyze. 

Possible other directions this research could take includes conducting this research with 

strict control over the IgE incubation time on the cells. The concentration and time of ligand 

incubation could be varied in these experiments. Another experiment that could be done is to let 

the cells experience a ligand, DF3 or DNP-BSA, at an initial time then wait a day or a week and 

give the same cells another dosage at the same concentration and same incubation time to see the 

variability in response when comparing those two time points. Essentially this would be an initial 

step to characterizing the diminishing effects of ligand addition on cells. This would be a more 

relevant biological problem than current methods in this field. Moreover, this would be really 

interesting as much of the environment in the microfluidic device is controlled; like the 

temperature, gas, and nutrients in the immediate environment of the cells. This microfluidic 

environment almost mimics the environment of the body. The reason being the body holds an 

approximate temperature of 37ᵒC and so does the microfluidic device. The microfluidic device is 

pressurized with any mixture of gas, with a mixture of CO2 you can mimic what is present during 

cell culture conditions. A constant flow of media, which contains salts, glucose, growth factors 

and other contents to keep cells as healthy as if they were in a mammal. Cells in suspension or 
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non-suspension can also be investigated, so human mast cells can be used for experiments in this 

microfluidic device. 
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